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Abstract 

We have measured, using a custom setup, the emissivity of metallic wire-grids, suitable for polarimeters and inter- 
ferometers at mm and far infrared wavelengths. We find that the effective emissivity of these devices is of the order 
of a few %, depending on fabrication technology and aging. We discuss their use in astronomical instruments, with 
special attention to Martin Puplett Interferometers in low-background applications, like astronomical observations of 
the Cosmic Microwave Background. 

Keywords: Polarizers, Interferometers, Cosmic Microwave Background 



1. Introduction 

Wire-grid (WG) polarizers are widely used at mm- 
wavelengths as efficient polarization analyzers in po- 
larimeters (see e.g. dElEHHX or as beamsplitters in 
Martin-Puplett interferometers (MPI, see (5l) . In fact, 
an array of metallic wires with diameter and spacing 
much smaller than the wavelength performs as an al- 
most ideal polarizer at mm wavelengths (see e.g. l6l). 
providing an almost ideal beamsplitter for MPIs. 

In the case of astronomical observations, low- 
background operation is required, to observe the faintest 
sources. In general, Fourier transform spectrometers 
(FTS) like the MPI can measure a very wide frequency 
range, often covering up to two decades in frequency. 
This is an evident advantage with respect to dispersion 
and Fabry-Perot spectrometers, but comes at the cost of 
a higher radiative background on the detector, which is 
constantly illuminated by radiation from the whole fre- 
quency range covered. 

For this reason the best performing instruments are 
cooled at cryogenic temperatures, and are operated 
aboard of space carriers to avoid the background and 
noise produced by the Earth atmosphere. A noticeable 
example was the COBE-FIRAS FTS Q, which was 
cooled at T=1.5K. FIRAS measured the spectrum of the 
Cosmic Microwave Background with outstanding preci- 
sion [8 ], with negligible contributions from instrumen- 
tal emission. 
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Intermediate performance can be obtained, quickly 
and cheaply, using stratospheric balloons. In this case, 
the residual atmosphere provides a non-negligible back- 
ground, and the polarimeter/MPI can be operated at 
room temperature, provided that its background is kept 
under control. This means that the emissivity of all the 
optical elements of the instrument has to be as low as 
possible, to obtain an instrument-produced background 
lower than the background produced by the residual at- 
mosphere. 

In Figure [T] we provide a quantitative comparison be- 
tween photon noise produced by the earth atmosphere 
(quantum fluctuations only) and photon noise produced 
by low-emissivity metal surfaces (assuming a depen- 
dence on wavelength as 1 / as expected for bulk 
metal using the Hagen-Rubens formula |9|). As evi- 
dent from the figure, the constraint on the emissivity of 
the wire-grid is not very stringent for ground based ob- 
servations, while it is very stringent for balloon-borne 
observations at mm wavelengths. 

While measurements of the emissivity of metallic 
mirrors in this frequency range are readily available, and 
for clean aluminum or brass surfaces are of the order of 
0.3% at /i=2 mm (see e.g. ifTOl ), the emissivity of metal- 
lic wire-grids has not been measured systematically. 

Photon noise is not the only problem induced by 
emissive optical components. The average level of 
background radiation can saturate sensitive detectors, 
or seriously limit their responsivity. For this reason in 
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Figure 1 : Photon noise produced by the atmosphere, compared to the 
photon noise produced by a metal surface. The two top continuous 
lines refer to atmospheric noise in a high altitude ground based site, 
with 2 and 0.5 mm pwv (top to bottom); the lowest continuous line 
refers to photon noise produced by the residual atmosphere at strato- 
spheric balloon altitude. In all cases we are considering a slant path to 
space, at 45° elevation. The two dashed lines refer to a metal surface 
at the same temperature as the atmosphere, with emissivity 0.02 and 
0.001 (top to bottom) at A=2 mm. 

Figure [2] we provide a quantitative comparison similar 
to fig. 1 but based on the integrated background power, 
over the range from 15 GHz to the frequency of interest. 

The background power values from this figure must 
be used to compute the background power over the fre- 
quency coverage of the instrument, and compared to the 
saturation power of the detector. In the case of TES 
bolometers for ground based measurements in the mm 
atmospheric windows, bolometers are designed for a 
saturation power ranging from < 1 pW (balloon-borne 
experiments, low frequencies) to > 10 nW (ground 
based experiments, high frequencies). 

At variance with metallic mirrors, where the sur- 
face can be cleaned, and high conductivity bulky metal 
pieces can be used, wire grids are built either with thin 
free-standing tungsten wires or with gold strips evapo- 
rated on a thin dielectric substrate. In both cases we do 
not expect that the effective emissivity is the same as for 
bulk metal. And we also expect that aging and oxidiza- 
tion can be an important effect, increasing the emissivity 
of the device with time. 

From the discussion around figs. [T]and[2]and from the 
considerations above, it is evident that reliable measure- 
ments of wire-grid emissivity are in order to properly 
design sensitive polarimeters and MPIs for astronomical 
use, and decide the operation temperature of the optical 
components. 

In this paper we describe a measurement setup we 
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Figure 2: Integral of the background power produced by the atmo- 
sphere, compared to the integral of the background power produced 
by a metal reflector surface. The two top continuous lines refer (top to 
bottom) to atmospheric emission in a ground based high altitude site, 
with 2 and 0.5 mm pwv; the bottom continuous line refers to emission 
produced by the residual atmosphere at balloon altitude (40 km). In 
all cases we are considering a slant path to space, at 45° elevation. 
The two dashed lines refer to a metal reflector surface at the same 
temperature as the atmosphere, with emissivity 0.02 and 0.001 (top to 
bottom) at A=2 mm. 

have developed to measure the effective emissivity of 
wire grids, at temperatures close to room temperature, at 
mm- wavelengths. We discuss the instrument design, re- 
port the results of measurements of different wire-grids, 
and discuss their application in the case of balloon- 
borne MPIs for mm- wave astronomy. 

2. Measurement setup 

In our approach the emissivity is measured heating 
the WG and detecting the change of emission. The 
WG is inserted in a room-temperature blackbody cav- 
ity, with walls covered by eccosorb 72AN foils, 6 mm 
thick, so that both transmitted and reflected radiation are 
carefully controlled. The radiation emitted, transmit- 
ted and reflected by the WG is modulated by a room- 
temperature chopper with eccosorb-coated blades, and 
is detected by a 0.3K bolometer. The wire grid is 
mounted on a metal ring suspended in the middle of the 
blackbody cavity by means of kevlar cords, and can be 
heated by power resistors. The design of the suspension 
support for the WG was optimized in order to have a 
value for the time constant of the heating process not 
too high. By this way we calculate the thermal capac- 
itance of the wire grid support and we assume that the 
two prevalent ways to disperse heat are the conductiv- 
ity of the kevlar wires and the convection process on 
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Figure 4: Picture of the wire-grid with its suspension system, made 
with kevlar cords (1.6 mm diameter, 38 mm long) 



Figure 3: Block diagram of the measurement setup. A : 0.3K 
bolometer; B : suspended wire-grid with PID thermal control; C : 
eccosorb ?m coated chopper; D : PT crycooler with 3 He/ 4 He cryostat; 
E : eccosorb^ coated cavity at room temperature; F : Fresnel lens; G: 
diaphragm. 



the wire grid surfaces. The best compromise was to de- 
sign a very low profile alluminium ring with a weight 
of only 259 grams and 32 links of 38 millimeters lenght 
1.5 millimiters in diameter kevlar wire (see fig. 3). The 
ring is equipped with PT100 thermometers, biased by a 
1 mA current and readout by a 16-bit ADC. Tempera- 
ture stabilization is obtained by means of a digital PID 
algorithm, which uses the thermometer reading to drive 
a PWM current through the power resistors. We are par- 
ticularly interested to the D band, so our detector band- 
pass ranges from 125GHz to 175GHz. The NEP of the 
system under room-temperature background is around 
10" 15 W/ ^/Hz. This detector is the same used for the 
BRAIN experiment E3][l2l[T3]]. The detector is AC bi- 
ased at 415Hz, while the chopper modulates the optical 
signal at 20 Hz. Two lock-in amplifiers are cascaded 
for demodulation. A block diagram and a picture of the 
system are shown in figs. [3] and [4] 

We measured the emissivity of three different types 
of wire grid: 

1. 23 cm diameter wire-grid, made of tungsten fila- 
ments, 10 fim diameter, 4 years old (WG1) 

2. 5 cm diameter wire-grid made of tungsten fila- 
ments, 10 \im diameter, 9 months old (WG2) 



3. 5 cm diameter wire-grid made of evaporated gold 
wired on polipropylene film (WG3) 

3. Measurement Method 

When the chopper is closed the detector receives ra- 
diation from the eccosorb-coated chopper blades, at a 
temperature T c h and with emissivity s ecc . When the 
chopper is open, the detector recives radiation emitted 
by the WG, with wires at physical temperature T wg and 
with emissivity s wg , radiation transmitted by the WG 
and radiation reflected and/or scattered by the WG. The 
latter two come from blackbodies at T am }>. Working 
with thermal radiation in the Rayleigh- Jeans region, the 
power emitted is proportional to the physical tempera- 
ture of the emitter. So we can write the measured signal, 
after demodulation, as: 



S — ^[SecciTambOwg + r wg) ^ cho) + £ 



wgTwg\ 



where % is the system responsivity in V/K, while t } 
and r wg are the wire-grid trasmissivity and reflectivity. 
The product 7te ecc is calibrated removing the WG and 
placing an eccosorb plate cooled at T N = 77.8K behind 
the chopper: in this case, in fact, 

S cal - ^[^ecc(TN ~ T c h )] 

In addition, the eccosorb emissivity can be estimated 
measuring the transmissivity (very low) and the reflec- 
tivity (also very low) of one of the eccosorb slabs, using 
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Figure 5: Signals S detected for different temperatures Twg of the 
WGs. The emissivities of the WGs are estimated from the slopes of 
the best fit lines. The symbols are diamonds for WGl, triangles for 
WG2, asterisks for WG3. 

a powerful source (a 150 GHz Gunn oscillator) and the 
same detector. We get s ecc = 0.972 ± 0.002. Once the 
responsivity <R is known, then the ratio S /<R can be esti- 
mated. This is a linear function of T wg . The slope of the 
line is equal to the WG emissivity s wg , which can be es- 
timated from a best fit of the S /*R measured for different 
T 

1 wg- 

4. Results and discussion 

In Figure [5] we plot the signals detected for the three 
wire grids. 

From the slopes of the best fit lines and the calibration 
described above we estimate the emissivities reported in 
Tabid 

One potential systematic error source is a tempera- 
ture gradient along the metal wires of the WG. These 
wires are heated by the metal support ring at their edges, 
but are cooled by ambient air at the center. Tungsten 
is not a very good heat conductor, and evaporated gold 
wires are very thin. For these reasons we investigated 
this issue carrying out a finite-elements thermal analy- 
sis on a model of the system. We have used Comsol 
Multiphysics lfT4l to simulate the transmission of heat 
in a tungsten filament of different lengths £, in thermal 
contact at both edges with a thermostat at temperature 
T2. The wire is suspended in still air at normal pressure 
and with temperature T 3 , and heat exchange between 
the wire and air is taken into account. Assuming the 
wire center temperature is T\ = T 3 at the beginning, its 
regime center temperature T r is computed. The results 
are given in Table [2] 

The estimates in Tabl^2]show that for the smaller di- 
ameter WGs (WG2 and WG3) the systematic error is 
smaller than the statistical error of our measurements. 
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(4.2 ± 0.3)% 
(2.0 ± 0.2)% 
(3.2 ± 0.2)% 



Table 1 : Measured emissivity for the three wire grids described in the 
text. 
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Table 2: Estimate of the regime temperature T r at the center of a 10//m 
diameter tungsten wire, l(cm) long, connected at the two extremes to 
a thermostat at temperature T2, in still air at temperature T\ . The last 
column gives the maximum relative error generated in the emissivity 
measurement from assuming than the temperature of the wire is the 
same as the temperature of the thermostat. 



For the large WG (WGl) this systematic error can pro- 
duce an underestimate of the emissivity of the order fo 
10% (taking into account that the T r is estimated in the 
middle of the wire, while the temperatures of the edges 
are correct). 

Comparing to the noise and background produced by 
the atmosphere plotted in fig [I] and fig [2] we see that 
room-temperature WGs contribute very significantly to 
the total background on the detector. 

In the basic design of a MPI three WGs are needed. 
While the background generated from the WG can be 
neglected in the case of ground based astronomical ob- 
servations in the mm atmospheric windows, it is the 
dominant background in the case of balloon-borne ob- 
servations with a room. temperature interferometer. 

For example, in the case of ballon-borne observations 
of the CMB in the 140 and 220 GHz bands, the dif- 
ferent contributions to the total background on the de- 
tector are summarized in figs. [6] and [7] as a function 
of the band width. It is evident that the presence of 
room-temperature WGs dominates the total background 
on the detectors. This is specially important in the 
case of TES detectors, where this additional background 
challenges the saturation power, limiting in practice the 
width of the band. 

In fig. [8] we plot a simulation of a 3 -hours observation 
of the Sunyaev-Zeldovich (SZ) effect in a typical cluster 
of galaxies, obtained using a room-temperature differ- 
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Figure 6: Example of total radiative background on the detector vs 
bandwidth for a detector working in the 140 GHz band, in the case of 
a balloon-borne room-temperature spectrometer. 
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Figure 7: Same as fig.[6]for the 220 GHz band. Here the limitation to 
the width of the band is very relevant. 



Figure 8: Simulation of a 3 -hours observation of the Sunyaev- 
Zeldovich effect in a cluster of galaxies, obtained using a room- 
temperature differential MPI on a stratospheric balloon, with TES de- 
tectors working in 4 bands. The detectors are photon-noise limited, 
and the radiative background is computed as described in figs. [6]and 
[7] The thick line is the best fit to the simulated observations, and the 
two thin lines represent the two contributing components: SZ effect 
and interstellar dust emission. 
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ential MPI on a stratospheric balloon (like the OLIMPO 
experiment (HJ), with photon-noise limited TES detec- 
tors working in bands optimized as described above. 
See fT6l for details. The potential of this method is 
evident, despite of the bandwidth limitation due to the 
emissivity of the WGs discussed here. 

5. Conclusions 

We have measured the emissivity of different wire 
grids at 150 GHz. The emissivity, of the order of a few 
%, is larger than the one of metallic mirrors normally 
used at these frequencies and dominates the emissivity 
budget of a MPI. This is relevant in the case of observa- 
tions carried out with a room-temperature interferome- 
ter at balloon altitude, because it dominates the radiative 
background of the instrument. 
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